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INTENDED USE 
M/15 Phosphate Buffer is used in the N-acetyl-L-cysteine (NALC) 
digestion and decontamination procedure of clinical specimens for the 
recovery of acid-fast bacilli (AFB). 
 
SUMMARY 
A decontamination and digestion procedure, utilizing the mucolytic 
compound NALC, results in increased yields of tuberic bacilli. The 
NALC/NaOH procedure involves a digestion of the specimen and 
decontamination of non-acid-fast bacilli. The M/15 Phosphate Buffer 
should be used in accordance with the appropriate 
digestion/decontamination time. 
 
FOR IN VITRO DIAGNOSTIC USE ONLY 
 
STABILITY AND STORAGE 
M/15 Phosphate Buffer is stable until the stated expiration date when 
stored at the required temperature. Prior to opening, store at room 
temperature (15– 30ºC). After opening, refrigerate between 2– 8ºC. 
 
USER QUALITY CONTROL 
Each bottle of M/15 Phosphate Buffer contains the volume stated on the 
label. Any product showing cloudiness, turbidity, precipitaion, or 
coloration should be discarded. 
 
PROCEDURE 
Materials Provided: M/15 Phosphate Buffer. 
Materials Not Provided: Centrifuge, vortex mixer, AFB digestion 
reagents, pipettes, microscope slides, TB media, centrifuge tubes, and 
bovine albumin. 
 
SPECIMEN PROCESSING 
1. Line up specimens and centrifuge tubes in a biosafety hood. 
2. Loosen specimen container caps. Work in sets equivalent to a 

centrifuge load. 
3. Add an equal volume of NALC/NaOH reagent solution to a sterile 50 

ml centrifuge tube containing the specimen to be digested. Do not 
use more than 10 ml of specimen. The NAC-PAC® Systems are a 
convenient method for digestion. NOTE: The amount of the 
specimen to be processed in the centrifuge must never exceed more 
than 1/5 the volume of the tube (i.e., for a 50 ml centrifuge tube, 10 
ml of specimen is the maximum). If it is necessary to process the 
entire specimen, use more than one centrifuge tube and combine 
the sediments after centrifugation. 

4. Tighten the caps on the centrifuge tubes. Mix each specimen on 
vortex until liquified—30 seconds per specimen. 

5. Allow each specimen to stand for 15–20 minutes. 
6. Fill each tube to the 50 ml mark with M/15 Phosphate Buffer. Tighten 

the cap and swirl by hand to mix. 
7. Centrifuge the specimen tubes at 3000 xg for 15 minutes. It is 

recommended but not required to use a refrigerated centrifuge. 
Each laboratory must check the centrifuge head radius and use an 
appropriate nomogram for proper speed selection (rpm) to achieve 
the desired relative centrifugal field of 3000 xg. 

8. Working in a biosafety hood, pour off all the supernatant into a 
splash-proof container holding an appropriate disinfectant. Use 
appropriate disinfectant to disinfect any contamination on the lip of 
the specimen tube. Do not allow any disinfectant to run inside the 
specimen tube. 

9. Using a sterile pipette, add 1 or 2 drops of the 0.2% Bovine Albumin 
Fraction V Solution. Shake gently by hand to mix. 

10. Place two drops of the undiluted albumin sediment onto the surface 
of each of the TB media used and inoculate according to your rapid 
broth diagnostic system’s manufacturer’s recommendations. 

11. Make a smear of the albumin sediment. Spread one drop over an 
area of 1 x 2 cm on the microscopic slide. Place the slide on an 
electric slide warmer at 65–70ºC for two hours or overnight. 

12. Stain slides using Rapid TB Stain Set (#0003445) or other 
procedure of choice. Contact Sales for a complete list list of AFB 
stains.  

NOTE: A QC1™ AFB Slide (#0003240) should be stained in conjunction 
with the patient smears to verify the staining technique and components. 
 
SPECIAL PROCEDURES 
Specimens contaminated with Pseudomonas spp. will need additional 
treatment with 5% Oxalic Acid (#0003447). Refer to the Oxalic Acid 
Directions For Use for complete instructions. 
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CONTACT 
CalibreScientific US, Inc. offers a complete line of digestion systems, 
stains, and reagents for AFB specimen processing. For Technical 
Assistance contact Technical@AlphaTecSystems.com and for 
Customer Service, email Sales@AlphaTecSystems.com or call [+1] 
800.221.6058 or [+1] 360.260.2779 between 8 am and 4 pm Monday 
through Friday, Pacific Time. 
 
WARRANTY 
CalibreScientific US, Inc. warrants this product to perform as described 
in the labeling and literature supplied. CalibreScientific US, Inc. 
disclaims any implied warranty or merchantability or fitness for any other 
purpose, and in no event shall CalibreScientific US, Inc. be liable for any 
consequential damages arising out of aforesaid express warranty. 
 
TRADEMARKS 
NAC-PAC® and QC1™ are trademarks of CalibreScientific AMER IP 
LLC., 6201 Trust Dr, Holland, OH 43528.  
 
PRODUCT CODES 
0003440   M/15 Phosphate Buffer, 50 x 50 ml 
0003442   M/15 Phosphate Buffer, 8 x 250 ml 
0003449   M/15 Phosphate Buffer, 64 x 10 ml 
0003451   M/15 Phosphate Buffer, 10 x 500 ml 
0003496   M/15 Phosphate Buffer, 50 x 40 ml 
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